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Calibrztion CALPCB-0033 BB R 1172412005
Calibration Date
Procedure
fRErt KSRIT0021-02 RIS 99T 51%RH
Standard Environment
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Calibration Record Unit Standard Display Error  Criteria  Judgment Remark
X1 degC 0.0240 0.0000  -0.02400 =<0.05 Accepted
X2 degC 0.0280 0.0000  -0.02800 =0.05  Accepted
X3 degC 0.0290 0.0000 -0.02900 <=0.05  Accepted
X4 degC 0.0170 0.0000 -0.01700 =0.05 Accepted
X5 degC 0.0220 0.0000  -0.02200 =0.05 Accepted
X6 degC 0.0260 0.0000 -0.02600 =0.05 Accepted
Stdev(i) degC 0.0044 0.0000 -0.00440 =01 Accepted
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