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Reference daocuments for the calibration (code . name)
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Main measurement inslruments used in this calibration
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| ‘ 1.5mK 5628440001 |
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Quantity values of above measurement instruments are traced to the National Primary Standards of P.R. China / the Measurement Standard for Public Service.
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Results of calibration and additional explanation

1 s | JRETHEN

Ry (Q) 99.7221 2.0

W, 2.56813 5.2

W s, 1.89208 3.4

W g 0.84354 2.8

W e 0.21604 4.0

a(8) -0.001209 /

b(8) 0.000449 /

a(4) 0.004357 /

b(4) 0.002995 /

B P BELYRL JE 1 Pe e s &5 2R

P OO |a o | T RATER
-1956.639 -195.615 0.009
-38.834 -38.792 0.009

0.010 0251 0.009
231.928 231.774 0.009
419.527 418.494 0.009
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The data are valid only for the instrument(s). Partly using this reporl will not be admilted unless allowed by SIMT.
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