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Instrument Handy Calibrator o QACARO0076-02
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| Calibration CALPCB-0038 TX'%Z.B o 10/23/2025
| ) Calibration Date
| Procedure
R QACAR0035-01 BRI 22°C 68.3 %RH
Standard Environment
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1 Calibration Record Unit Standard Display Error  Criteria  Judgment Remark
-3 mV -2.9950 -3.0000  -0.00500 £0.01 Accepted
| 0 mV 00050 00000 -0.00500 *0.01  Accepted
| 10 mV 10.0040 10.0000  -0.00400 £0.01 Accepted
‘ 20 mV 20.0030 20.0000  -0.00300 £0.02 Accepted
j 40 mV 40.0010 40.0000 -0.00100 £0.02 Accepted
} 50 mV 50.0010 50.0000 -0.00100 £0.025 Accepted
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